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Jnstructions 


About the Fad 


Studi« ha« shown *a. the tteon^put of 

to1SrhBooklochnologyUs^tlyl^^o^|totod^ 

Yrti, ran insert devices easily without damagir^ the aeucaie p™ 
^SJ^fhe-n-picl^. And fhore o« no moK sockoB to 

replace. 


contaaDetwBoiui<-p''&**- 

The Ufe of the pad is dependent on prop^ car^ weB 
the pads. 

If you etporionoo a sudden drop in your 

Mlm°2.1&“=2U.r^»na,ailableho.n 

Data I/O in kits containing hve or ten pads. 
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Removing the Old 
Pad 


TO repUco *0 conductive you tics. sepereK fte compress.on 

''"^‘'-'^'"cui.^^l.^oeco.o.Ke.su^VMun. 

(See Fisure !•) 

2. Tum.hecompcessionri«gupsidedo»nvn«.4.ehai.dJe«w»ayou. 

edee. Discard. 


Fi^fe 1 
Removing 


Old Conductive Pad 
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Inserting New Fad 


'■ S^SwsWpl»cking.(S«F.Eare2.) 

shown in Figure 2- 

3. Gently press the adhesive edges down. 


iS^g Conducfw^ Pad 
new conductive pad 


ADHESIVE 

STRIPS 


backing 



Reassembliitg the 
Base Unit 


Pad Care 


guide pin (1 OF 4) ■ 


To Kas*n*le the tase.-liS” 

use compressed air, direct the ^ pad, which could 

base adapter. Avoid, air further dean the pad, apply 

lift the pad off the p a cotton swab and gently wipe the pad 

fte pad is cl«, ot «.y fila=»ni left ov« 

from the deaning process. _ 
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